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Compliance Test
Display

Brand : DEL
Type : DELL U2412M

Serial Number : 0FFXD3A64M5L
Workstation : PC-BILL-60CD.global.tektronix.net

Task Result :
Execution Time :

OK
Aug 22, 2017 3:57 PM CEST

Result

Luminance
Target (*)

Measured
Luminance

(*)

Error

Tested By :
On :

Accepted By :

Signature :
On :

Result Details

QAWeb
Aug 22, 2017

Regulatory Section

..............................

..............................

..............................

0.64 0.64
1.36 1.4 3.3 %
2.45 2.58 3.6 %

197.42 197.42 -0.7 %

4.0 4.02 -8.8 %
6.09 6.32 7.1 %
8.86 8.88 -9.0 %

12.44 12.52 1.0 %
17.03 17.02 -2.0 %
22.82 23.12 4.5 %
30.09 30.22 -3.1 %
39.14 39.02 -2.8 %
50.37 50.92 5.5 %
64.23 63.82 -7.0 %
81.28 81.42 3.4 %

102.21 102.42 0.1 %
127.85 129.42 4.5 %
159.19 159.42 -4.9 %

Ambient light: 0.42 cd/m2
Error tolerance: 15.0 %
Maximum Error: -9.0 %
(*) Unit = cd/m2
(*) Ambient light included

Sensor : RaySafe X2 Light Sensor,


